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ABSTRACT 


An  extremely  low  frequency  (ELF)  vertical,  electric  field  irradia- 
tion facility  consisting  of  six  identical  exposure  chambers  is  described. 
This  facility  was  developed  for  biological  research  related  to  the 
U.S.  Navy's  proposed  ELF  Communications  System,  designed  to  establish 
worldwide  communication  with  our  submarine  fleet.  This  irradiation 
facility  is  designed  to  study  the  possible  bioeffects  of  ELF  on  96  pats 
equally  divided  among  the  six  exposure  chambers  and  individually  housed 
in  specially  modified  nonmetallic  cages.  These  cages  are  designed  to 
minimally  perturb  the  exposure  field  and  provide  accurate  means  to 
measure  food  and  water  consumption.  Each  exposure  chamber  can  be  inde- 
pendently operated  up  to  field  strengths  of  1000  V/m  (RMS)  at  any 
sinusoidal  ELF  frequency.  At  45  Hz,  the  frequency  chosen  for  this 
research,  chamber  cross-talk  is  less  than  -60  dB  and  the  vertical  elec- 
tric field  uniformity  within  the  exposure  area  is  + 5%.  A complete 
description  of  the  ambient  60  Hz  electric  and  magnetic  fields  is  pre- 
sented. 
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I.  INTRODUCTION 


The  United  States  Navy  is  developing  an  Extremely  Low  Frequency  (ELF) 
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Communications  System  to  allow  communications  with  its  submarine  fleet.  * 

This  system  is  another  form  of  radiocommunication;  however,  it  is  quite 
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unique  in  the  frequency,  antenna  size  and  power  that  will  be  used.  * 

A general  description  of  the  electromagnetic  radiation  associated  with 

this  system  and  a comparison  to  other  communications  and  electric  power 

systems  have  been  made  in  the  Environmental  Impact  Statements  on  Sanguine.^ 

The  exposure  facility  presented  in  this  report  is  designed  for  biological. 

research  related  to  this  communications  system.  As  designed,  this  facility 

can  generate  sinusoidal  vertical  electric  field  strengths  to  1000  V/m  at 

frequencies  to  several  hundred  hertz. 

Other  vertical  electric  field  exposure  facilities  have  been  developed 
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such  as  those  of  Knickerbocker,  et  al.  , Noval,  Jil . , and  Marino. 

This  facility  is  necessarily  similar  to  these  facilities,  but  with  the 
following  distinctive  and  important  features: 

1.  ambient  60  Hz  and  exposure  field  strengths  were  documented; 

2.  no  metal  existed  within  the  exposure  volume; 

3.  test  subject  perturbation  of  the  exposure  field  was  studied; 

4.  test  subject  cannot  touch  the  exposure  apparatus; 

5.  test  subject's  environment  was  controlled  and/or  monitored  to 
include  temperature,  relative  humidity,  air  flow  and  filtering, 
cage  requirements,  limited  access,  etc.; 


6.  two  identical  signal-generating  systems,  and  a switchover  and 
alarm  system  provided  increased  reliability. 

\ j 
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II.  DESIGN  AND  DESCRIPTION 


The  exposure  system  is  contained  entirely  within  one  room  to  Insure 
that  all  experimental  groups  are  maintained  in  similar  environments. 

The  qualities  of  the  animal's  total  environment  and  the  exposure  field 
were  equally  addressed  during  the  facility's  development. 

1.  Exposure  Room 

The  exposure  room  (Figure  1)  was  a standard  laboratory  4.9  m by 
7.4  m room,  2.7  m high,  with  its  air-handling  system  modified  for  this 
research.  Air  was  circulated  within  the  room  at  23  room-changes  per 
hour  with  approximately  25%  fresh  air.  All  room  air  was  filtered  through 
an  activated  alumina  and  potassium  permanganate  filter  (Purofil,  Purofil 
Co.,  Chamblee,  Ga.)  and  a high  efficiency  particulate  air  filter  (HEPA- 
UL586,  Flanders  Filter,  Washington,  D.C.).  A horizontal  flow  across 
the  room  was  established  by  air  entering  through  four  registers  (S  of 
Figure  1)  on  one  side  of  the  room,  and  returning  or  exhausting  through 
registers  (R  and  Ex  of  Figure  1)  at  the  other  end  of  the  room.  This  air- 
flow pattern  was  established  to  aid  in  scavenging  stale  air  from  the 
animal  cages  which  were  ventilated  only  from  the  top.  This  room  was 
maintained  under  slight  positive  pressure,  minimizing  the  introduction 
of  unflltered  air. 
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Aluminum  foil-covered  fiberglass  panels  (Regiduct-RG,  Certain- 
Feed  Products  Corp.,  Valley  Forge,  Pa.)  were  used  to  construct  air  ducts 
and  to  surround  the  blower  and  motor  to  minimize  room  noise.  This  type 
of  ducting  also  reduced  the  amount  of  ferrous  metal  introduced  into  the 
room,  a consideration  because  magnetic-field  exposures  were  contemplated. 

2.  Exposure  Chambers 

Six  exposure  chambers  were  permanently  numbered  and  contained  in 
three  racks  within  the  exposure  room  as  shown  in  Figure  1.  Each  rack 
consisted  of  two  chambers  (Figure  2)  with  each  chamber  holding  sixteen 
cages.  The  irradiation  chambers  were  horizontal,  air-gap,  parallel  plate 
capacitors  with  the  upper  plate  a 1.2  m (4  ft)  by  2.4  m (8  ft)  section 
of  aluminum  screen  and  the  lower  plate  a similarly  sized  aluminum  sheet, 
0.16  cm  thick.  Electrical  contact  to  the  entire  screen  was  maintained  by 
framing  the  screen  on  all  sides  between  two  0.48  cm  x 1.90  cm  aluminum 
bars.  The  upper  plate  height,  adjustable  to  a maximum  plate  separation 
of  1 meter,  was  fixed  at  46.4  + 0.3  cm  (S.D.)  to  accommodate  the  animal 
cages  described  in  the  next  section. 

Chambers  were  fabricated  of  wood  with  brass  fasteners,  except  for 
the  two  exposure  plates  and  a single  2.4  m (8  ft)  fluorescent  fixture  used 
to  improve  the  uniformity  of  chamber  illumination.  The  ballast  transfor- 
mers of  these  fixtures  were  removed  to  the  wall  of  the  room  to  .minimize 
40  Hz  magnetic  fields.  These  fixtures  were  covered  with  aluminum  screen  to 
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minimize  60  Hz  electric  fields.  Room  and  chamber  lights  provided  illumi- 
nation which  at  animal  level  ranged  from  450  lx  to  540  lx  in  the  top 
chamber  and  from  350  lx  to  370  lx  in  the  bottom  chamber. 

Field  fringing  was  reduced  by  employing  a guard  ring  positioned 
around  the  periphery  and  midway  between  the  chamber  plates.  The  guard 
ring  was  connected  to  each  plate  by  a 100  Kfl  (+  1%,  metal  film)  resistor. 
The  bottom  plate  of  each  chamber  was  grounded  to  the  signal  generator  and 
monitoring  systems  instrument  ground. 

3.  Animal  Cages 

9 

Nonmetallic  cages  designed  to  be  adequate  for  a single  rat  and 
to  allow  convenient  measurement  of  food  and  water  consumption  were  pro- 
duced. Each  cage  (Figure  3)  was  constructed  from  two  standard  47.0  cm  x 
25,4  cm  x 20.3  cm  (18.5  in  x 10  in  x 8 in)  polycarbonate  rodent  cages, 
with  its  bottom  removed.  The  bottomless  cage  was  inverted,  placed  on 
top  of  the  other  cage  and  secured  with  nonmetallic  tape,  which  formed  a 
cage  40.6  cm  high  by  25.4  cm  wide  by  47.0  cm  long.  A 45.7  cm  by  22.9  cm 
section  of  1/2-inch  white  plastic  "egg  crate"  light  diffuser  material 
was  secured  to  the  top  allowing  for  proper  ventilation  and  retention  of 
the  test  animal.  In  addition,  this  cage  top  prevents  the  animal  from 
contacting  the  top  chamber  plate. 
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Food  containers  were  wide-mouth,  250-cm  ointment  jars  covered 
with  a black  phenolic  cap  in  which  a 3.8  cm-diameter  hole  had  been  cut 
to  provide  food  access  while  preventing  excessive  spillage.  This 
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container  was  fixed  in  the  same  position  of  each  cage  by  an  acrylic  box, 
one  side  of  which  was  made  larger  to  provide  a platform  for  smaller  test 
animals  to  more  easily  obtain  food. 

3 

Water  was  provided  by  a standard  250-cm  glass  bottle  secured  by 
a rubberband  to  an  acrylic  frame  cemented  to  the  end  of  the  cage.  A 
glass  sipper  tube  entered  the  cage  through  a 1.3-cm  hole  below  the  water 
bottle. 

4.  Signal-Generating  and  Signal-Monitoring  Systems 

These  systems  provided  the  sinusoidal  voltage  used  to  drive  any 
combination  of  the  six  chambers  previously  described  and  continuously 
monitored  the  system  voltage.  If  a failure  occurred  in  the  signal  gen- 
erator system,  the  monitoring  system  would  automatically  switch  to  a 
backup  signal  generator;  this  would  prevent  an  interruption  of  exposure 
or  signal  an  alarm  if  this  backup  system  also  failed.  A block  diagram 
of  these  systems  is  shown  in  Figure  4,  and  equipment  specifications  are 
summarized  in  Appendix  A. 

a.  Signal-Generating  System 

The  signal-generating  system  consisted  of  two  identical  signal 
generators,  one  used  as  backup  to  the  other.  Each  signal  generator  con- 
sisted of  a sine-wave  generator  (Tektronix,  SG502) , power  amplifier 
(Southwest  Technical  Products  Corp.,  270),  and  transformer  (Triad, 

SX202).  These  subsystems  were  operated  continuously  into  either  the 
exposure  chambers  or  an  equivalent  dummy-load  as  determined  by  the  output 
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relays  R1  and  R2  (Figure  4) . Operation  into  the  dummy-load  allowed  the 
backup  subsystem  to  stabilize,  minimizing  perturbations  in  the  event  of 
switch-over.  Chambers  were  used  either  as  exposure  or  control  chambers 
by  connecting  or  removing  jumper  wires  J^-J^  (Figure  4).  Potentiometers 
P^-Pg  (Figure  4)  allowed  the  field  strengths  in  each  chamber  to  be  inde- 
pendently varied;  this  permitted  several  field  strengths  to  be  employed 
in  a given  experiment.  Control  chambers  with  their  respective  jumper 
wires  removed  had  their  potentiometers  adjusted  to  the  average  value  of 
the  potentiometers  of  the  exposure  chamber,  thus  insuring  similar  source 
impedances . 

b.  Monitoring  System 

The  monitoring  system  employed  a digital  voltmeter  (Data 
Precision,  2440B1)  which  was  switched  to  monitor  the  voltage  from  either 
signal  generator  subsystem  or  to  any  of  the  six  chambers.  The  required 
voltage  Vq  to  chamber  n was  obtained  from 


where  E was  the  desired  vertical  field  and  d the  plate  separation  (0.464  m) 
This  equation  is  the  standard  equation  for  an  electric  field  between  two 
parallel  charged  conductors;  however,  it  does  not  take  into  account  the 
lnhomogenelty  of  surface  charge  on  the  plates  due  to  the  large  plate 
separation  with  respect  to  plate  area  and  the  presence  of  other  charged 
objects  nearby.^  Since  an  E-field  probe  to  measure  the  45  Hz  chamber 
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field  was  not  available,  this  equation  was  used  to  predict  the  plate 
voltage  required  for  each  chamber.  These  predicted  voltages  were  set  to 
within  + 0.5%,  utilizing  the  digital  voltmeter  at  the  beginning  and 
during  experiments . 

During  normal  operation  the  voltage  to  the  chamber  circuits 
was  monitored  by  the  digital  voltmeter,  which  transmitted  this  value  to 
the  digital  comparitor  (LFE//4310,  Appendix  A)  and  logic  network.  If 
this  voltage  dropped  to  less  than  95%  of  its  experimental  value  for 
longer  than  10  seconds,  the  comparitor  and  logic  circuit  either  switched 
from  the  primary  signal  generator  to  the  secondary  signal  generator  or 
triggered  an  alarm  in  the  event-  of  a secondary  system  failure. 

In  addition,  the  frequency  of  each  signal  generator  was 
adjusted  and  monitored  to  within  + 0.5%  by  a period  meter  (Figure  5), 
employing  a 1 MHz  quartz  crystal  oscillator  (Fork  Standards,  Inc., 
#AQ-DKIN-1).  Frequency  accuracy  was  routinely  checked  by  measuring  the 
60  Hz  line  frequency  which  was  never  observed  to  deviate  by  more  than 
+ 0.03  Hz.  The  voltmeter,  period  meter  and  all  status  lights  as  shown 
in  Figure  6 were  located  at  eye  level  in  the  equipment  rack  positioned 
beside  the  window  of  the  entrance  to  the  exposure  room  (Figure  1) . This 
allowed  these  systems  to  be  routinely  checked  from  outside  the  room. 
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III.  ELECTRIC  AND  MAGNETIC  FIELD  MEASUREMENTS 

This  exposure  facility  was  designed  to  expose  animals  to  sinusoidal 
vertical  electric  fields  at  ELF  frequencies,  specifically  at  45  Hz. 
However,  the  normal  environment  of  laboratories,  offices,  etc.  have 
many  sources  of  60  Hz  radiation  such  as  the  power  lines,  electric  lights 
electric  motors,  etc."*  With  each  room  unique  in  electric  sources  inside 
or  nearby,  the  importance  of  characterizing  not  only  the  irradiator 
field  but  other  existing  ambient  fields  cannot  be  minimized.  To  provide 
this  information,  an  engineering  team  from  the  IIT  Research  Institute 
(IITRI),  Chicago,  Illinois,  was  requested  to  survey  this  facility  and 
provide  specific  information  concerning  the  ambient  fields,  the  homo- 
geneity of  the  45  Hz  chamber  fields  and  the  perturbations  caused  by  the 
cages  and  animals.  The  three  IITRI  reports  providing  the  information 
concerning  this  facility  are  presented  as  Appendices  B,  C,  and  D and 
summarized  below. 

Field  strength  data  at  specific  frequencies  were  measured  using 
Hewlett-Packard  Wave  Analyzers,  Models  302A  and  3581A;  the  electric 
fields  were  measured  by  a probe  of  IITRI  design; ^ and  the  magnetic 
field  data  were  obtained  using  a field  probe  consisting  of  a multiple- 
turn,  random-wound  coil  on  a cylindrical  ferrite  core.  All  field 
strength  measurements  in  this  report  are  reported  in  RMS  units.  The 
initial  IITRI  report  (Appendix  B)  was  performed  at  the  ten  numbered 
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locations  in  two  chambers  as  shown  in  Figure  7.  Figure  8 shows  the 
location  of  110  VAC  power  line  to  the  chamber  lights  and  the  chamber 
transmission  lines.  These  transmission  lines  were  routed  on  the  top 
of  the  ELF  chamber  racks  back  to  the  ELF  instrument  rack  panel.  The 
results  of  this  first  IITRI  report  were  initially  transmitted  verbally 
to  this  laboratory  with  acceptance  of  this  facility,  and  it  was  re- 
quested that  biological  exposures  begin  promptly.  Upon  completion  of 
these  exposures,  it  was  observed  that  the  first  figure  of  this  IITRI 
report  (Appendix  B)  was  incorrect,  and  the  correct  numbered  positions 
(Figure  8)  indicated  a significant  60  Hz  electric  field  was  present  in 
each  chamber.  Although  unable  to  explain  how  the  magnitude  of  the 
field  was  undetected,  IITRI  promptly  provided  revised  60  Hz  and  45  Hz 
field  descriptions  (Appendices  C and  D)  at  locations  which  allowed  the 
fields  to  be  evaluated  on  a per-cage  basis  (Figure  9). 

The  45  Hz  electric  field  data  for  these  chambers  are  summarized  in 

Table  1.  Intorchamber  cross-talk  was  less  than  -60  dB;  i.e.,  adjacent 
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chamber  electric  fields  were  reduced  by  at  least  10  . Use  of  a guard 
ring  on  these  chambers  reduced  the  falloff  of  the  vertical  chamber 
field  within  the  animal  area  from  + 10%  to  + 5%.  Vertical  field 
strength  was  not  noticeably  altered  inside  an  animal  cage  even  with 
wet  or  dry  litter  and  full  food  and  water  containers.  Rats  weighing 
approximately  300  gm  in  adjacent  cages  caused  fluctuations  up  to 
+ 2 1/2Z.  Measured  vertical  electric  field  strengths  within  the  animal 
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exposure  area  ranged  from  -21  to  -12%  of  the  predicted  field  strength 
or  varied  by  + 5%. 

The  60  Hz  ambient  field  data  are  summarized  in  Table  2.  Electric 
field  strength  at  the  center  of  the  exposure  room  was  0.5  V/m.  The 
ambient  electric  field  in  the  exposure  chambers  was  essentially  due  to 
the  chamber  fluorescent  lights,  and  was  larger  in  the  upper  chambers 
due  to  the  close  proximity  of  the  lower  chamber  light  (Figure  2).  In 
each  chamber,  maximum  ambient  field  strength  occurred  at  the  edge  of 
the  exposure  area  and  was  minimum  in  the  center.  Total  magnetic  field 
strength  found  in  the  chamber  volume  and  in  the  room  was  less  than  2 mG 
and  became  large  only  when  near  the  blower  motor  or  the  ballast  trans- 
formers on  the  wall  of  the  room.  Total  electric  field  strength  values 
for  each  cage  were  plotted;  the  average  was  obtained  for  each  cage 
position  in  the  upper  and  lower  chamber.  These  values  are  summarized  in 
Table  3.  In  addition,  measurements  made  within  the  chamber  at  180  Hz, 
a harmonic  of  60  Hz,  showed  the  electric  field  strength  to  be  less  than 
0.2  V/m  and  the  magnetic  field  strength  to  be  less  than  0.1  mG. 

IV.  DISCUSSION  AND  CONCLUSIONS 

An  irradiation  facility  has  been  developed  which  produces  an 
accurate  and  uniform  exposure  of  rats  and  minimally  alters  the  test 
animals'  normal  environment.  The  animal  cage  was  an  easily  fabricated 


nonmetallic  design  which  negligibly  perturbed  the  exposure  field  and 
prevented  tha  animals  from  contacting  the  exposure  plates,  a potential 
shock  problem.  This  cage  exceeded  the  current  criteria  recommended 
for  housing  a rat  and  provided  the  means  for  food  and  water  consumption 
measurements.  A detailed  field  map  at  36  positions  within  the  animal 
exposure  area  was  obtained  for  both  the  exposure  field  at  45  Hz  and  the 
60  Hz  ambient  field.  The  exposure  field  was  further  characterized  by 
measuring  cross-talk  between  chambers  and  field  perturbation  produced 
by  the  cages  and  test  animals.  To  further  characterize  the  ELF  ambient 
fields,  electric  and  magnetic  fields  at  180  Hz  and  magnetic  fields  at 
60  Hz  were  measured. 

The  presence  of  a 60  Hz  electric  field  within  the  exposure  chambers 
was  not  unexpected  because,  at  ELF  fequencies,  every  operating  electri- 
cal appliance  and  apparatus  represents  a potential  radiation  source. 

For  example,  ordinary  household  appliances  produce  60  Hz  electric  field 
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strengths  up  to  several  hundred  volts  per  meter  (Table  4),  and  60  Hz 

electric  field  strengths  ranging  from  0.8  to  13.0  V/m  were  observed  in 

12 

the  center  of  the  rooms  in  a typical  residence  (Table  5) . Because  of 
the  large  number  of  electrical  devices  in  use  today,  it  is  essential  to 
have  accurate  empirical  data  on  the  existing  ambient  field  strengths 
when  describing  an  ELF  exposure  system. 

The  following  conclusions  can  be  drawn  from  this  work.  This  facility 
is  a flexible  design  that  will  provide  for  the  accurate  exposure  of  six 
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Individual  groups  of  16  rats  each  to  sinusoidal,  ELF,  vertical  electric 
fields.  Data  have  been  presented  to  verify  the  ambient  60  Hz  and  180 
Hz  field  strengths  within  this  facility  and  to  accurately  specify  the 
45  Hz  exposure  fields.  Finally,  the  data  presented  demonstrate  the 
difficulty  of  estimating  the  magnitudes  of  these  field  strengths  with- 
out empirical  knowledge. 
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Figure  4.  Signal  Generating  and  Monitoring  Systems 


TABLE  1. 


Summary  of  Chamber  45  Hz  Vertical  Electric  Field 
Characteristics . 


Chamber  cross-talk 


-60  dB 


Field  variation  in  animal  area  without 
guard  circuit 


Field  variation  in  animal  area  with 
guard  circuit 


Field  inside  empty  cage 


not  changed 


Field  inside  complete  cage  (litter 
(wet  or  dry)  + food  + water) 


not  changed 


Field  variations  caused  by  300  g rat 
in  each  of  three  adjacent  cages 


+2  1/2% 


Measured  field  strength  within  exposure 
area  compared  to  predicted  field 
strength* 


-2%  to  -12% 


* predicted  field  strength  equal  to  plate  voltage  divided  by 
plate  separation  (V/m)  neglecting  altered  plate  charge 

• a . 1 . r J J . 1 .1 I .a.- 


l r • r « 

density  due  to  finite  plate  size,  etc. 
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TABLE  2.  Summary  of  60  Hz  Ambient  Field  Strengths  with  Chamber  Lights, 
Room  Heights  and  Blower  Motor  On. 


A.  Electric  Field  Strength  (E)  in  Center  of  Room  (V/m)* 


E vertical 

- 0.50 

E hor  (room  width) 

- 0.13 

E hor  (room  length) 

« 0.02 

E total 

- 0.51 

Range  of  Vertical  (V) 

and  Total 

(T)  Electric  Field  Strengths 

in  Chambers* 

Position  if 

EyfV/m) 

ET(V/m) 

Upper  Chamber 

Max.  value 

9 

5.9 

7.0 

Min.  value 

14 

0.4 

0.4 

Lower  Chamber 

Max.  value 

9 

1.5 

1.7 

Min.  value 

14 

0.12 

0.14 

C.  Total  Magnetic  Field  Strength* 

In  chamber  volume  <2  mG 

Near  ballast  transformers  on  wall  98  mG 

Typical  room  value  (up  to  46  cm  <2  mG 

from  blower  motor) 


r 

; 

f 


; 


* all  values  expressed  in  RMS  units 


TABLE  3.  Average  Total  60  Hz  Field  Strength  per  Cage 
| (V/m  (RMS)  per  cage) 


Upper 

Chamber* 

Lower 

Chamber* 

2.7 

2.6 

.53 

.53 

1 

1.6 

1.5 

.32 

.32 

1.5 

1.4 

.21 

.21 

1.3 

1.2 

.26 

.21 

1 

1.3 

1.1 

.26 

.21 

1 

1.4 

1.3 

.26 

.26 

1 

1.7 

1.6 

.42 

.32 

3.8 

3.5 

.84 

.63 

* values  for  each  cage  in  the  2x8  cage  array 
used  in  each  chamber. 
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TABLE  4.  60  Hz  Electric  Fields  in  the  Vicinity  of  Electrical 

Appliances.  (The  measurements  were  made  at  a distance 
of  30  cm  from  the  appliance.) 

(By  permission  of  the  author  A.  R.  Valentino.  Sources 
Table  2 of  1ITR1  report  0E6212-1.12) 


APPLIANCE 
Electric  Range 
Toaster 

Electric  Blanket 

Iron 

Broiler 

Hair  Dryer 

Vaporizer 

Refrigerator 

Color  TV 

Stereo 

Coffee  Pot 

Vacuum  Cleaner 

Clock  Radio 

Hand  Mixer 


Incandescent  Light  Bulb 
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TABLE  5.  60  Hz  Electric  Fields  at  the  Center  of  Various  Rooms  in 

a Typical  Home. 


(By  permission  of  the  author  A.  R.  Valentino.  Source? 
Table  2 of  IXTRI  Report  0E6212-1.12) 


Living  Room 


ELECTRIC  FIELD  (V/m) 


Kitchen 


Bedroom 


Bedroom 


Bedroom 


Dining  Room 
Bathroom 


Bathroom 


Laundry  Room 


Hallway 


APPENDIX  A.  Equipment  Specifications 


Sine  Wave  Generator 

Manufacturer:  TEKTRONIX 

Model:  SG502 

Frequency  Range:  5 Hz- 500  KHz 

Response:  .3  dB  flatness  over  entire  range 

Harmonic  Distortion:  Less  than  .IX  from  20  Hz  to  50  KHz 

Hum  and  Noise:  Less  than  .12  of  rated  output 

Output  Voltage:  2.5  rms  into  600  0 

Output  Impedance:  600  0 


Power  Amplifier 

Manufacturer:  Southwest  Technical  Products  Corp. 

Model:  207 

Power  Output:  60  watts  RMS- 

1M  Distortion:  Less  than  .17. 

Harmonic  Distortion:  .03% 

Input  Impedance:  50  KG 

Sensitivity:  1 volt  for  full  output 

Hum  and  Noise:  More  than  80  dB  below  10  watts 

Bandwidth:  1 dB  - 1.0  Hz  and  250  KHz 


Potentiometers  (PI  - P6) 

Type:  10  turn  - to  50  KG 


Transmission  Line 

Manufacturer:  Belden  Co. 

Type:  8422  two-conductor  shielded 


Step-Up  Transformers 

Manufacturer:  TRIAD 

Type:  SX-202  Hi-Fi  stereo  shielded  output  transformer 

Frequency  Response:  +2  dB  20-20,000  Hz 

Secondary  Impedance:  4/8/16  G 

Primary  Impedance:  4500  GCT 
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APPENDIX  A.  (Cont’d) 


Digital  Voltmeter 

Manufacturer:  Data  Precision 

Model:  2440B1 

AC  Voltage  Accuracy:  @40  Hz:  +.1%  reading  + .02%  full  scale 

AC  Range  Temperature  Coefficient:  (30-1  KHz): (+.005%  rdg  +.002%  FS)/C# 

DC  and  Ohm  ranges  have  similar  accuracies. 

Data  Outputs:  DTL/TTL  compatible 


Digital  Comparator 

Manufacturer:  LFE  Corporation 

Model:  4310 

Type:  Adjustable  high  limit 

Range:  0 - +1999 

Input  Data:  3 1/2  digits,  polarity,  overrange 


Crystal  Oscillator 

Manufacturer:  Fork  Standards,  Inc. 

’ Model:  AQ-DK1N-1-1M 

Frequency:  1 MHz 

Accuracy:  +.005%  (-55°  to  +85°  C) 
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i Extracted  from  IITRI  Keicoranduc  of* 


15  April  1975 


SUBJECT:  Measurement  of  ELF  Field's;  at  the  AFFRI 

Sanguine  Field  Simulators 


1.  INTRODUCTION 

A visit  was  made  to  the  Armed  Forces  Radiological  Research 
Institute  on  14  March  1975.  The  purpose  of  the  trip  was  to  map 
the  electric  field  in  the  simulators  to  be  used  to  supply  the 
stress  for  the  Rat  Behavior  experiments  and  to  measure  the  ambient 
electric  and  magnetic  fields  .in  the  simulators  and  simulator  room. 


2.  MEASUREMENTS  / \ . ' * ■■ 

The  floor  plan  of  the  room  where  the  simulators  are  located 
and  the  test  positions  are  shown  in  Fig.  1.  The  simulators  are 
stacked  vertically  in  pairs,  and  consist  of  a solid  aluminum  sheet 
for  the  lower  plate,  and  metal  screen  for  the  upper  plate.  Fluo- 
rescent lights  are  mounted  above  the  screening  with  all  ballasts 
mounted  remotely  on  one  wall  of  the  room,  as  shown.  Simulators  #3 
and  #4  were  equipped  with  guard  rings  to  reduce  field  fringing  at 
the  edges  of  the  plates . . t 
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Motor  1 Ballast 

Conduit  Board 


Fig.  I SIMULATOR  ROOM  LAYOUT 


Simulators  #1  and  #3  were  mapped  with  the  IITRI  ELF  electric 
■'  field  probe  to  determine  the  uniformity  of  the  electric  field  in- 
duced between  the  plates  and  uJ  determine  the  effectiveness  and 

necessity  of  the  guard  rings. 

# 

The  electric  field  measurements  at  each  position  were  made 
in  the  following  manner.  The  vertical  component  and  two  perpen- 
dicular horizontal  components  were  measured  at  three  different 
heights  above  the  simulator  bottom  plate.  This  procedure  was  used 
to  insure  that  any  irregularities  in  the  field  profile  were  detec- 
ted. The  data  from  these  measurements  for  both  simulators  are 
presented  in  Table  1.  The  magnitude  of  the  vector  sum  of  the  three 
electric  field  components  are  also  given  for  each  test  position  to 
indicate  the  value  of  maximum  field  present. 

In  addition,  measurements  were  made  in  simulator  #1  to  observe 
the  effects  on  the  electric  field  of  placing  objects  in  the  simula- 
tors. The  E field  probe  was  placed  in  the  middle  cage  of  three 
plastic  cages  of  the  type  used  to  house  the  rats.  This  located 
the  probe  midway  between  positions  5 and  8 at  a height  of  4.25  inches 
A 45  Hz  CW  voltage  of  10.37  V was  applied  across  the  plate  separa- 
tion of  18.25  inches,  yielding  a nominal  field  of  22.4  V/m.  With 
the  covers  off  the  boxes,  a vertical  field  of  21.2  V/m  was  measured. 
Placing  the  covers  on  the  cages,  adding  water  bottles,  and  adding 
wet  or  dry  litter  to  the  cages  had  no  effect  on  the  readings. 

Placing  a rat  in  each  of  the  end  cages  caused  fluctuations  in  the 
electric  field  of  about  + .5  V/m.  The  greatest  changes  occurred 
when  the  rats  stood  up. 

A series  of  measurements  was  made  in  simulators  #1  and  #3 
to  analyze  crosstalk  between  the  simulators  and  the  harmonic  con- 
tent of  the  electric  fields.  A HP  302  tuned  voltmeter  was  used  on 
the  output  of  the  electric  field  probe  to  take  the  data,  which  are 
presented  in  Table  2. 

‘ An  attempt  was  made  to  measure  any  15  Hz  electric  field  which 
might  be  presented  as  the  beat  frequency  of  the  45  Hz  and  the  60  Hz 
fields.  The  HP  302  was  used  in  conjunction  with  the  electric  field 
probe,  but  the  reading  was  in  the  noise  level  of  the  voltmeter. 
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Table  1 

SIMULATOR  FIELD  MAPPING 
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Calculated  as:  plate  voltage/plate  separation. 

E,r  r vertical  field  E,,-,  and  E,,9  = horizontal  field  ( E | — vector  sum  of  E, 


Table  2 

CROSSTALK  AND  HARMONIC  MEASUREMENTS 


Conditions 


Ey  volts/meter 


In  Unit  1,  Position  #5,  h=4.25" 


In  Unit  1,  Position  #5,  h = 4.25"  in 

Unit  #1  off,  #3  energized,  E = 22.06  V/ttf5  noise 


In  Unit  3,  between  positions  2 & 5 

h - 4.25",  in  plastic  cage 

Unit  3 energized,  E - 22.09  V/m* 


In  Unit  3,  position  5 
h - 4.25",  unit  not  energized 


Variable 

0.145 

to 

0.218 
0.364  peal 


An  IITRI  fabricated  magnetic  field  probe  and  the  HP302  tuned 
voltmeter  were  used  to  determine  the  maximum  magnetic  field  pre- 
sent in  the  simulators.  Measurements  were  made  with  the  simula- 
tors both  energized  and  de-energized.  A scan  of  the  simulator 
room  was  also  made  to  locate  any  extraneous  sources  of  magnetic 
fields.  The  results  are  given  in  Table  3. 

3.  COMMENTS  AND  CONCLUSIONS 

1.  Uniformity  of  Simulator  Fields.  From  the  measurements 
made  in  the  simulators,  the  maximum  error  in  the  electric  field 
was  found  to  be  less  than  + 207,  of  the  intended  field  strengths. 
This  occurred  in  simulator  #1  which  was  not  equipped  with  a guard 
ring.  In  simulator  #3  which  did  have  a guard  ring,  the  maximum 
error  was  less  than  + 157..  However,  most  of  the  electric  field 
distortion  was  confined  to  the  ends  of  the  simulators  near  the 
vertical  wood  supports  and  cross  braces  where  strong  horizontal 
components  of  the  electric  field  were  present.  For  this  reason, 
it  is  recommended  that  the  rat  cages  be  placed  no  closer  than 
one  foot  from  the  ends  of  simulators  and  six  inches  from  the 
sides.  This  will  reduce  the  field  error  to  less  than  + 107.  in 
all  cases,  and  to  less  than  + 57.  if  a guard  ring  is  used. 

2.  Crosstalk  and  Harmonics.  Crosstalk  between  simulators 
was  below  the  limit  imposed  by  the  capabilities  of  the  instrumen- 
tation, -60  dB  (a  factor  of  1000).  Also,  60  Hz  levels  are  at 
least  34  dB  below  the  simulator  fields,  and  the  180  Hz  levels 
are  at  least  50  dB  down.  Some  fluctuation  in  the  ambient  60  Hz 
electric  field  was  seen  in  simulator  #3.  This  condition  was 
traced  to  the  operation  of  the  ventilating  blower  motor,  whose 
conduit  parallels  the  simulator.  These  ambient  field  levels 
should  pose  no  problems  to  the  experiments. 

3.  Magnetic  Fields.  The  highest  ambient  60  Hz  magnetic 
field  measured  in  any  of  the  simulators  was  less  than  2.0  mG, 
which  was  found  in  the  corner  of  simulator  #3  which  is  the  one 
nearest  to  the  ballast  board  (Fig.  1).  In  general,  all  60  Hz 
magnetic  field  levels  in  the  units,  whether  energized  or  not, 
were  less  than  0.5  mG.  45  Hz  levels  were  less  than  0.2  mG. 
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Conditions 

I 

Frequency  (Hz) 

45 

60 

180 

Measurements  in  simulator  #3 
non-energized 

0.031  mG 

0. 37  mG 

0.065  mG 

Measurements  in  simulator  #1 


plate  voltage = 10. 73  V 
(E  - 24.13  V/m) 


0.182  mG 


0.463  mG 


0.10  mG 


Near  ballast  board 


98.15  mG 


12.5  mG 


In  simulator  #3 
nearest  ballast  board 


1.68  mG 


These  values  are  representative  of  ambient  magnetic  field  levels 
in  a typical  residence.  Within  the  simulator  room,  the  maximum 
magnetic  field  measured  was  98  mG  at  the  fluorescent  light  ballast 
board. 

• 

4.  Mutual  Effects  of  Subjects  in  the  Simulator.  The  mea- 
surements made  with  the  electric  field  probe  inside  the  plastic 
rat  cages  indicate  that  little,  if  any,  distorting  of  the  electric 
field  is  caused  by  the  life  support  systems  for  the  rats.  Al- 
though some  variations  in  the  electric  field  occurred  in  one  cage 
as* a result  of  rat  movement  in  adjoining  cages,  these  fluctuations 
were  found  to  be  less  than  + 2.5 % of  the  applied  field. 

5.  Attempted  Measurements  of  15  Hz  Fields.  A calibration 
of  the  electric  field  probe  and  the  HP  302  tuned  voltmeter  com- 
bination conducted  at  the  IITRI  laboratory  has  shown  that  the 
maximum  sensitivity  of  these  instruments  at  15  Hz  is  10  mV/m. 

As  the  15  Hz  measurements  made  at  AFRRI  were  in  the  noise  levels , 
it  is  concluded  that  any  15  Hz  fields  present  in  the  ELF  field 
simulators  were  less  than  10  mV/m. 

In  conclusion,  it  is  felt  that  the  present  simulators  pro- 
vide a uniform  ELF  electric  field  exposure  for  the  test  subjects 
in  the  experiment,  provided  the  cages  are  kept  at  least  one  foot 
from  the  ends,  six  inches  from  the  9ides  of  the  simulators,  and 
that  guard  rings  are  included  in  the  simulators  that  do  not  have 
them.  The  rationale  for  this  conclusion  and  recommendations  are: 

1)  these  conditions  limit  the  variation  of  the  field  across  the 
simulator  to  nearly  the  same  levels  as  the  variation  of  the  field 
across  the  simulator  to  nearly  the  same  levels  as  the  variations 
caused  by  rats  moving  within  the  simulator,  and  2)  this  still 
allows  a reasonable  area  within  the  simulator  for  experimentation. 
Finally,  the  ambient  60  Hz  electric  and  magnetic  fields  measured 
in  the  simulator  are  typical  of  those  found  in  office  and  residence 
environments  and  should  not  pose  a problem  to  this  experiment. 
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. Appendix  C 


Extracted  from  IITRI  Memorandum,  urfdated 


* 

I ' '• 


SUBJECT:  Measurement  of  ELF  Electromagnetic. Fields 

at  the  AFRRI  ELF  Field  Simulators 


I 


1.  IMTROOUCTION  . = ’ • 

v A visit  was  made  to  the  Armed  Forces  Radiobiology  Research  Institute 
on  13-14  September  1976.  The  purpose  of  the  trip  was  to  map  the'  60  Hz  am- 
bient electric  fields  present  in  the  parallel  plate  vertical  electric  field 
simulator  used  in  previous  rat  experiments,  and  to  do  a preliminary  mapping 
and  checkout  of  the  combined  electric  and  magnetic  field,  simulator  to  be 
used' in  forthcoming  experiments.  * . 


i • 


-N 


i • . ..  ' • 
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2.  ' EQUIPMENT  / >•' ;j  ' •'*  V ' ' • 

The  sensors  used  for  measuring  the  high  impedance  electric  fields  and 
the  magnetic  fields  were  the  IITRI-fabricated  high  impedance  electric  field 
probe*  and  magnetic  field  probe.  The  magnetic  field  probe  is  simply  a many 
turned  coil  of  wire  with  a ferrite  core  and  appropriate  terminating  resistor. 
Conversion  tables  are  used  to  convert  the  output  voUage  readings  of  the 
probes  to  equivalent  electric  and  magnetic  field  levels.  The  meter  used 


V c.  Formanek,  "An  Improved  ELF  Electric  JVobe,"  . 

HT  Research  Institute  Technical  Memorandum  E6249-2  (March  1974 J. 
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In  conjunction  with  the  probes  was  the  Hewlett-Packard  3581A  signal  wave 
analyzer.  The  HP3581A  functions  as  a frequency  selective  voltmeter,  and 
was  factory  modified  for  a 1 Hz  bandwidth  and  battery  operation.  For  these 
measurenents,  the  HP3581A  was  used  with  a 3 Hz  bandwidth  and  was  line  opera- 
ted due  to  battery  failure.  The  electric  field  probe  was  zeroed  and  cali- 
brated at  regular  intervals  during  the  measurements  and  remained  constant 
to  within  about  two  percent. 

3.  VERTICAL  ELECTRIC  FIELD  SIMULATOR 

3.1  Physical  Layout 

A set  of  60  Hz  ambient  electric  field  data  was  taken  to  supplement 
field  mapping  data  which  was  obtained  on  14  March  1975.  In  order  to  make 
these  measurements  after  the  completion  of  the  experiment,  AFRRI  personnel 
reconstructed  one  of  the  vertical  electric  field  simulators  used  in  the 
Initial  setup.  This  simulator  was  positioned  in  the  approximate  location 
of  chambers  3 and  4 in  the  same  ELF  exposure  room  used  in  the  experiment. 
Figure  1 presents  the  location  of  the  points  where  data  were  taken  in  test 
chambers  3 and  4.  Figure  2 gives  the  layout  of  ELF  exposure  Room  No.  1440, 
and  the  positioning  of  the  test  chambers.  The  temporary  routing  of  the 
110  VAC  wiring  and  ballast  board  for  the  chamber  fluorescent  lights  is  also 
shown.  It  was  determined  at  the  time  of  the  simulator  reconstruction  that 
the  fluorescent  light  fixtures  for  the  chambers  were  not  grounded  during 
the  period  of  the  experiment. 

3.2  60  Hz  Ambient  Electric  Field  Measurements 

Three  perpendicular  components  of  the  high  impedance  60  Hz  ambient 
electric  field  were  measured  at  each  of  the  36  test  points  shown  in  Fig- 
ure 1 In  the  orientation  described.  The  measurements  were  made  at  a height 
of  approximately  3.5  Inches  above  the  lower  plate  of  the  simulator.  The 
data  from  these  measurements  for  chambers  3 and  4 are  presented  in  Tables  1 
and  2,  respectively.  The  magnitude  of  the  vector  sum  of  the  three  electric 
field  components,  computed  as  the  square  root  of  the  sum  of  the  squares  of 
the  three  components, is  also  given  for  each  test  position  to  indicate  the 
maximum  value  of  60  Hz  ambient  electric  field  present. 


FIG.  1 ELF  ELECTRIC  FIELD  SIMULATOR:  RM.  1440 


CLP  PACK  PANEL 


Table  1 

60  Hz  AMBIENT  ELECTRIC  FIELD  LEVELS  IN  ELECTRIC  FIELO  SIMULATOR  #3  (TOP) 


Table  2 

60  Hz  AMBIENT  .ELECTRIC  FIELD  LEVELS  IN  ELECTRIC  FIELD  SIMULATOR  #4  (BOTTOM) 


Indicates  a probe  calibration  point;  measurements  made  with  room  and  simulator  lights  on,  simulator  off. 
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The  60  Hz  ambient  measurements  were  taken  with  both  the  fluorescent 
room  lights  and  the  fluorescent  chamber  lights  on.  It  was  determined  by 
observation  of  the  60  Hz  electric  field  level  with  various  combinations  of 
room  and  chamber  lights  switched  off  that  the  60  Hz  ambient  field  levels 
within  the  simulators  were  due  primarily  to  the  chamber  fluorescent  lights, 
and  not  the  room  lights.  The  simulators  were  not  energized  at  the  time  of 
the  measurements,  bit  were  connected  to  the  same  output  circuitry  as  when 
driven.  Both  chambers  were  equipped  with  guard  rings. 

4.  ELECTRIC  AND  HA6NLTIC  FIELD  SIMULATOR 

4.1  Physical  Layout 

Figures  3 and  4 are  drawings  of  the  combined  electric  and  magnetic 
field  simulator,  and  of  ELF  exposure  room  1438  in  which  the  simulator  was 
located,  respectively.  The  magnetic  field  simulator  consists  of  five  coils 
of  about  5-ft  diameter  and  2H-ft  spacing  on  a common  axis.  The  electric 
field  is  produced  by  three  parallel  vertical  plates  which  run  the  length 
of  the  simulator.  Two  rows  of  twelve  rat  cages  are  placed  between  the 
plates,  as  shown.  The  bottom  of  the  cages  consists  of  metal  rods  connected 
by  appropriate  resistors  to  produce  an  electric  voltage  gradient  between 
the  bars  equal  to  the  electric  field  between  the  parallel  plates.  The  outer 
plates  were  grounded  while  the  center  plate  was  driven;  the  cages  were  con- 
nected between  the  plates.  The  five  coils  were  driven  in  parallel. 

The  simulator  was  positioned  approximately  as  shown  in  Figure  4,  which 
also  gives  the  location  of  the  drive  circuitry  and  feed  lines.  Room  1440, 
which  contained  the  vertical  electric  field  simulator,  is  located  to  the 
right  of  Room  1438  and  is  connected  to  it  by  the  double  doors.  Both  rooms 
will  be  used  In  the  new  experiment,  with  the  control  simulators  in  one  room 
and  the  test  simulators  in  the  ether. 

At  the  time  of  these  preliminary  measurements,  only  one  of  four  simu- 
lators was  completed,  and  it  contained  only  one  row  of  cages. 


• 4.2  72  Hz  Electric  Field  Measurements 


Table  3 presents  three  sets  of  72  Hz  electric  field  data  taken  in 
cages  U-Z.  These  measurements  were  taken  with  the  plates  energized  to 
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ELF  Exposure  Room  1438 


Table  3 ' 

COMPARISON  OF  ELECTRIC  FIELO  LEVELS  WITH  COILS  DRIVEN/OFF  AND 
COIL  SHIELD  GROUNDED/UNGROUNDED 


rounded W 0.446 

ngrounded V 22.8 

rounded  . Y 0.576 


about  5.6  volts.  With  the  plate  spacing  used,  the  expected  electric  field 
Would  be  10  volts/meter.  The  coils  were  off,  and  driven  at  about  2.5  and 
5.0  gauss,  respectively.  At  this  time  only  six  cages  (U-Z)  were  in  the 
simulator.  These  data  suggest  three  things: 

1)  the  mail  field  between  the  plates  (E^)  was  fairly  uniform, 

2)  with  the  coils  driven,  significant  vertical  and  parallel  components 
of  the  electric  field  were  present,  primarily  due  to  field  fringing 
between  the  E field  plates  and  the  driven  coils,  and 

3)  more  fringing  was  taking  place  near  the  center  of  the  simulator, 
where  the  missing  six  cages  were  causing  a discontinuity  in  the 

field. 

To  counteract  (2),  temporary  shielding  for  the  coils  was  erected  using 
aluminum  foil  and/or  screen.  With  the  temporary  shields  grounded  to  the 
outer  electric  field  plates,  significant  reduction  of  the  fringing  fields 
was  realized.  As  given  in  those  rows  labeled  "grounded"  in  Table  3,  this 
reduction  varied  from  one  to  two  orders  of  magnitude. 

With  the  remaining  six  cages  in  the  row  in  place  and  electrically  con- 
nected, and  the  coils  still  shielded,  a more  complete  set  of  electric  field 
data  was  taken.  This  is  presented  in  Table  4.  Here  it  can  be  seen  that  the 
main  component  of  the  electric  field  (the  perpendicular  component)  is  quite 
uniform  (<  + 2%  variation)  although  less  than  the  expected  magnitude  by 
about  ten  percent.  The  parallel  and  vertical  components  of  the  field  are 
less  than  ten  percent  of  the  perpendicular  component,  except  in  the  end 
cages  where  these  components  are  as  high  as  25  percent  of  the  main  field. 

. 4.3  72  Hz  Magnetic  Field  Measurements 

A series  of  72  Hz  magnetic  field  measurements  was  made  at  positions  A 
through  S in  the  simulator  (see  Table  5 and  Figure  3).  All  three  components 
of  the  magnetic  field  were  measured  only  at  position  S,  which  was  considered 
to  be  a "worst  case”  reading.  All  other  data  were  taken  along  the  main  axis 
of  the  simulator,  termed  the  parallel  component.  Variation  of  the  magnetic 
field  over  most  of  the  simulator  was  less  than  14  percent.  The  field  at 
position  "0"  in  the  extreme  corner  was  about  25  percent  higher  than  in  the 
center.  At  position  S,  also  near  the  corner,  the  perpendicular  and  vertical 
components  of  the  magnetic  field  were  less  than  12  percent  of  the  parallel 
field. 


% 


Position 


Table  4 

72  Hz  ELECTRIC  FIELD  UNIFORMITY  MAPPING 

Evert  Eil  El  Ifl 


0.706 


0.827 


0.522 


0.543 


0.815 


0.565 


0.542 


0.542 


0.630 


0.489 


Plate  Voltage  = 
Room  lights; ON 


Coil  Voltage  = 25.06  V 
Plate  Spacing=  0.56  m 


Table  5 j 

72  Hz  MAGNETIC  FIELD  UNIFORMITY  MAPPING 


Position 


r‘ 


■ " "■ — _ „■ 
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A series  of  magnetic  field  measurements  was  made  along  a line  which 
was  perpendicular  to,  and  which  bisected,  the  main  axis  of  the  simulator 
In  order  to  determine  the  rate  of  fall -off  of  the  magnetic  field.  These 
data,  normalized  to  a one-gauss  level  and  plotted  as  a function  of  distance 
from  the  main  axis  of  the  simulator,  are  presented  in  Figure  5.  Note  that 
the  field  is  down  by  40  dB  at  a distance  of  about  15  feet  from  the  simulator 
axis,  and  appears  to  level  off  at  about  -54  dB, 

4.4  60  Hz  Ambient  Measurements 

60  Hz  ambient  magnetic  and  electric  fields  were  measured  at  numerous 
points  in  rooms  1438  and  1440.*  These  data  are  presented  in  Tables  6 and  7, 
respectively.  The  measurements  were  made  with  the  electric  and  magnetic 
field  simulator  de-energized,  and  with  the  lights  in  both  rooms  on.  Blowers 
used  for  the  rooms'  life  support  system  were  on  as  noted  for  the  magnetic 
field  readings.  The  blowers  were  not  on  for  the  electric  field  measurements 
In  Room  1438,  as  the  blov/ers  were  some  distance  from  the  measurement  points. 

Measurements  were  made  in  a rat  cage  in  a storage  rack,  and  in  the  area 
next  to  the  rack,  this  was  done  to  gain  some  insight  into  the  field  levels 
to  which  a rat  might  be  exposed  prior  to  an  experiment.  The  field  levels 
outside  the  cage  were  fairly  high  due  to  the  proximity  of  a fluorescent  hall 
light,  but  the  cage  and  rack  provided  better  than  40  dB  of  shielding. 

5.  DISCUSSION  ANO  COMMENTS 

5.1  Vertical  Electric  Field  Simulator 

In  general,  the  60  Hz  ambient  electric  fields  were  higher  along  the 
sides  of  the  simulator  than  near  the  center,  and  were  highest  at  the  ends 
of  the  simulator.  The  lower  chamber.  No.  4,  had  considerably  lower  fields 
than  the  upper  chamber.  No.  3,  with  the  electric  fields  at  almost  all  points 
less' than  1 V/m.  The  upper  chamber  had  fields  near  the  end  cages  of  up  to 
7.6  V/m,  and  along  the  sides  of  3-4  V/m.  These  levels  are  slightly  higher 
than  would  be  desired,  but  are  well  within  the  range  of  the  60  Hz  ambient 
electric  field  levels  commonly  found  In  an  office  or  private  dwelling.  For 
example,  the  field  30  centimeters  from  an  Incandescent  light  is  about  2 V/m, 
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Table  6 

60  Hz  AMBIENT  MAGNETIC  FIELD  LEVELS 


Location,  Conditions 

B|l 

Bl 

B 

vert 

r ibi 

(colls  OFF  for  all  measurements) 

(gauss) 

(gauss) 

(gauss) 

(gauss! 

A,  In  simulator  blowers  ON 

0.00160 

0.00054 

0.00025 

0.00170 

E,  In  simulator  blowers  ON 

0.00154 

0.00096 

0.00065 

0.00193 

I*  In  simulator  blowers  ON 
Room  1438,  3'  high,  blowers  ON 

0.00177 

0.00125 

0.00106 

0.00241 

over  warm  drain,  room  center 

0.00135 

0.00052 

0.00083 

0.00167 

Room  1438,  3'  high,  blowers  ON 
_over  warm  drain,  near  blowers 

0.00096 

0.00106 

0.00081 

0.00164 

Room  1440,  3'  high,  blowers  on 

- 

over  brass  plate  near  blowers 

0.00115 

0,00092 

0.00144 

0,00206 

Room  1440,  3'  high,  blowers  ON 
middle  of  room  (16  radii) 

Room  1440,  3'  high,  blowers  OFF 

0.00096 

0.00077 

0.00115 

0.00168 

19  radii  (47.5')  from  simulator 

0.00010. 

0.00038 

0.00015 

0.00042 

Room  1440,  3'  high,  blowers  ON 

19  radii  (425')  from  simulator 

0.00087 

0.00096 

0.00014 

0.00104 

Maximum  reading  18“  from  blower 
motor,  Room  1440 

— 

— 

mm 

< 0.002 

Maximum  reading  6"  from  blower 

< 0.0002 

motor,  feed  conduit.  Room  1440 

— 

— 

— 

NOTE:  Room  lights  ON 


Table  7 

60  Hz  AMBIENT  ELECTRIC  FIELD  LEVELS 


Location 

^ert 

V/m 

En 

V/m 

|E| 

V/m 

AA 

0.077 

0.014 

< 0.011 

0.079 

FF 

0.062 

0.011 

< 0.011 

0.064 

Z 

0.122 

< 0.011 

0.018 

0.124 

fiddle  of  Room  1438 

0.659 

0.066 

0.055 

0.664 

In  rat  cage  In  rack 

0.027 

0.011 

0.027 

0.040 

In  hall  next  .to  rack 
(near  fluorescent  light) 

3.30 

2.74 

13.2 

13.8 

Center  Room  1440,  blowers  OFF 

0.462 

0.022 

0.121 

0.478 

Center  Room  1440,  blowers  ON 

0.495 

0.022 

0.132 

0.512 

NOTE:  Room  lights  ON 


30  centimeters  from  a clock  radio  about  15  V/m,  and  30  centimeters  from 

* 

an  electric  blanket  about  250  V/m, 

It  should  be  noted  that  the  end  test  positions,  which  mark  the  extremi- 
ties of  the  end  cages,  are  within  an  area  that  was  reconmended  to  be  avoided 
because  of  field  nonuniformities  measured  In  the  initial  simulator  mapping 

In  1975.** 

5.2  Combined  ELF  Electric  and  Magnetic  Field  Simulator 

The  magnetic  field  produced  by  the  simulator  appeared  to  be  fairly  uni- 
form, with  less  than  14  percent  variation  of  the  parallel  (main)  field  over 
most  of  the  test  area.  Only  in  the  extreme  corners  on  the  ends  of  the  simu- 
lator was  a larger  deviation  noted;  about  25  percent  greater  field  level 
than  at  the  center  of  the  simulator.  This  should  not  pose  a problem,  how- 
ever, as  only  a small  area  is  involved.  The  perpendicular  and  vertical 
components  of  the  magnetic  field,  measured  at  a point  where  they  would  be 
expected  to  be  greatest,  were  found  to  be  less  than  12  percent  of  the  paral- 
.*  lei  magnetic  field  on  the  main  axis.  This  is  typical  of  this  type  of  mag- 
netic field  simulator,  which  is  basically  a multiple  Helmholz  coil  configu- 
ration. 

The  electric  field,  as  shown  by  Table  3,  is  not  as  well  behaved  as  the 
magnetic  field.  A grounded  shield  for  the  magnetic  field  coils  was  found  to 
be  necessary  in  order  to  significantly  reduce  electric  field  fringing  be- 
tween the  electric  field  plates  and  the  driven  coils.  Both  solid  and  screen 
shields  were  found  to  be  effective.  With  the  coils  shielded,  the  main  (per- 
pendicular) component  of  the  electric  field  was  uniform  to  within  j^2  percent, 
but  the  field  level  was  about  10  percent  lower  than  was  expected  for  the 


Naval  Electronic  Systems  Command,  Sanquine  System  Final  Environmental  Impact 
Statement,  p.  74  (April  1972).  • 

"Measurement  of  ELF  Fields  at  the  AFRRI  Sanguine  Field  Simulators,"  memo 
from  IITRI  to  PME  117-214,  3 April  1975. 
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applied  plate  voltage  and  the  plate  separation  used.  This  1$  probably  due 
to  the  fact  that  the  height  of  the  electric  field  plates  (about  16  Inches) 

Is  somewhat  less  than  the  plate  separation  (about  22  Inches).  The  desired 
height  to  spacing  ratio  is  at  least  1.5.  Four  possible  solutions  to  this 
problem  are: 

1)  Increase  the  height  of  the  drive  plates  as  much  as  is  feasible 
to  reduce  fringing. 

2)  Use  one  or  more  "guard  rings"  at  the  top  of  the  plates  to  force 
the  electric  field  to  be  more  uniform.  Note  that  these  should 

. . be  open  rings  to  avoid  coupling  to  the  magnetic  field. 

• 

3)  Increase  the  drive  voltage  to  the  plates  to  increase  the  electric 
field  in  the  air  between  -the  Jilatss.  -This  must  be  accompanied  by 
an  Increase  in  the  series  resistors  to  the  cages  to  maintain  the 
proper  voltage  gradient  on  the  cage  floor  bars. 

4)  Repl  ace'the  1x3  wood  cage  supports  with  a less  conductive 
material  such  as  plexiglass  or  fiberglass.  This  should  also 
result  in  some  reduction  and/or  more  uniformity  in  the  parallel 

and  vertical  electric  fields. 

» . • • 

Another  distortion  in  the  electric  field  is  reflected  in  the  high 
values  of  parallel  field  seen  near  the  ends  of  the  simulator.  This  is 
also  probably  related  to  being  near  the  edges  of  the  plates  (in  this  case, 
the  ends  rather  than  the  top).  A possible  solution  to  this  problem  would 
be  to  put  guard  bars  between  the  plates  at  the  ends  of  the  simulator  in 
much  the  same  manner  as  was  suggested  for  the  top  of  the  plates. 

The  60  Hz  ambient  electric  and  magnetic  fields  measured  in  ELF  exposure 
rooms  1440  and  1438  are  summarized  in  Tables  6 and  7.  It  can  be  seen  that 
the  ambient  60  Hz  magnetic  field  is  generally  below  0.0025  gauss,  while  the 
electric  field  level  is  generally  below  1 V/m.  The  electric  field  levels  in 
the  combined  simulator  were  less  than  0.1  V/ra.  These  levels  should  not  pose 
• problem  to  the  future  experiments. 


1 


17 


Appendix  D 
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Extracted  from  IITRI  Memorandum,  15  October  1976 

COPT  AVAILABLE  TO  DOC  DOES  NOT 
l PEHJilT  FULLT  LEGIBLE  PRODUCTION 

* *A 

SUBJECT:  Measurement  of  ELF  Electromagnetic  Fields 

at  the  AFRRI  ELF  Field  Simulators  • 

1.  INTRODUCTION 

A visit  was  made  to  the  Armed  Forces  Radiobiology  Research  Institute 
on  6 October  1976.  The  purpose  of  the  trip  was  to  remap  the  45  Hz  electric 
fields  generated  by  the  parallel  plate  vertical  electric  field  simulator 
used  in  previous  rat  experiments,  and-  to  determine  the  effectiveness  of 
modifications  made  to  the  combined  electric  and  magnetic  field  simulator 
to  be  used  in  forthcoming  experiments.  Only  45  Hz  vertical  electric  field 
data  are  presented  at  this  time,  to  expedite  receipt  of  this  information 
* by  AFRRI  personnel.  The  remainder  of  the  field  measurement  data  will  be 
documented  in  the  near  future. 


2.  EQUIPMENT  * 

The  sensor  used  for  measuring  the  high  impedance  electric  fields  was 
the  IITRI' fabricated  high  impedance  electric  field  probe.  Conversion  tables 
are  used  to  convert  the  output  voltage  readings  of  the  probe  to  equivalent 
electric  field  levels.  The  meter  used  in  conjunction  with  the  probe  was  the 


*Y,  C.  Formanek,  "An  Improved  ELF  Electric  Field  Probe," 

11T  Research  Institute  Technical  Memorandum  E6249-2  (March  1974). 


Hewlett-Packard  3581A  signal  wave  analyzer.  The  HP3581A  functions  as  a 
frequency  selective  voltmeter,  and  was  factory  modified  for  a 1 Hz  band- 
• width  ar.d  battery  operation.  For  these  measurements  the  HP3581A  was  used 

with  a 3 Hz  bandwidth.  The  electric  field  probe  was  zeroed  and  calibrated 
at  regular  intervals  during  the  measurements  and  remained  constant  to  with- 
in about  one  percent, 

3.  VERTICAL  ELECTRIC  FIELD  SIMULATOR 


3.1  Physical  Layout 

A set  of  45  Hz  electric  field  data  was  taken  to  supplement  field  map- 
ping data  which  were  obtained  on  14  March  1975,  In  order  to  make  these 
measurements  after  the, completion  of  the  experiment,  AFRRI  personnel  recon- 
structed one  of  the  vertical  electric  field  simulators  used  in  the  initial 
setup.  This  simulator  was  positioned  in  the  approximate  location  of  cham- 
bers 3 and  4 in  the  same  ELF  exposure  room  used  in  the  experiment.  Figure  1 
presents  the  location  of  the  points  where  data  were  taken  in  test  chambers 
3 and  4.  Figure  2 gives  the  layout  of  ELF  exposure  Room  No.  1440,  and  the 
positioning  of  the  test  chambers.  The  temporary  routing  of  the  110  VAC  wir- 
ing and  ballast  board  for  the  chamber  fluorescent  lights  is  also  shown.  It 
was  determined  at  the  time  of  the  simulator  reconstruction  that  the  fluores- 
cent light  fixtures  for  the  chambers  were  not  grounded  during  the  period  of 
the  experiment. 

3.2  45  Hz  Electric  Field  Measurements 

Three  perpendicular  components  of  the  high  impedance  45  Hz  electric 
- field  generated  by  the  simulators  were  measured  at  each  of  the  36  test  points 
shown  in  Figure  1 in  the  orientation  described.  The  measurements  were  made 
at  a height  of  approximately  three  Inches  above  the  lower  plate  of  the  simu- 
lator. The  data  from  these  measurements  for  chambers  3 and  4 are  presented 
In  Tables  1 and  2,  respectively.  The  magnitude  of  the  vector  sum  of  the 
three  electric  field  comoonents,  computed  as  the  square  root  of  the  sum  of 
the  squares  of  the  three  components,  is  also  given  for  each  test  position 
to  Indicate  the  maximum  value  of  45  Hz  electric  field  present. 
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Table  1 

45  Hz  ELECTRIC  FIELD  LEVELS  IN  VERTICAL  ELECTRIC  FIELD  SIMULATOR  #3  (TOP) 


Indicates  a probe  calibration  point;  measurements  made  with  room  lights  on, 
chamber  lights  off;  plate  voltage  = 5 volts. 


Table  2 

45  Hz  ELECTRIC  FIELO  LEVELS  IH  VERTICAL  ELECTRIC  FIELD  SIMULATOR  #4  (BOTTOM) 


♦Indicates  a probe  calibration  point;  measurements  made  with  room  lights  on 
chamber  lights  off;  plate  voltage  = 5 volts. 


• • 


The  45  Hz  electric  field  measurements  were  taken  with  the  fluorescent 
room  lights  on  and  the  chamber  fluorescent  lights  off.  The  voltage  applied 
to  the  plates  of  the  simulators  during  the  measurements  was  approximately 
5 volts, 

.4.  • DISCUSSION  AND  COMMENTS 

In  general,  the  vertical  component  of  the  generated  electric  field  was 
found  to  be  quite  uniform,  with  only  about  four  percent  variation  over  the 
test  area.  The  horizontal  components  of  the  electric  field  were  always  less 
than  four  percent  of  the  vertical  component.  The  field  levels  in  the  upper 
chamber  (#3)  were  slightly  lower  than  those  in  the  lower  chamber  (#4);  how- 
ever, this  may  be  due  to  the  slightly  greater  plate  separation  in  the  upper 
chamber  (18.875  inches)  compared  to  the  lower  chamber  (18.375  inches).  For 
the  applied  plate  voltage  of  five  volts,  and  the  upper  and  lower  plate  sepa- 
rations given,  the  expected  vertical  electric  field  levels  would  be  10.4  V/m- 
and  10.7  V/m,  respectively.  These  compare  well  with  the  9.7  V/m  and  10.6  V/m 
levels  measured  in  the  chamber  centers. 

As  the  45  Hz  measurements  were  made  with  the  chamber  fluorescent  lights 
off,  a set  of  measurements  was  made  in  Position  10  in  the  upper  chamber,  to 
determine  if  the  60  Hz  ambient  fields  had  any  interaction  with  the  45  Hz 
fields.  Measurements  taken  with  the  simulators  energized  showed  no  differ- 
ence in  readings  with  the  chamber  lights  on  or  off.  ! — 
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